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This technical note describes a simple and sensitive method
using the SCIEX 7500 system for the quantitation of per- and
polyfluoroalkyl substances (PFAS) in different foodstuffs. The
method is in response to the new maximum residue levels

(MRLs) outlined in the Commission Regulation (EU) 2022/2388

of 7 December 2022." The high sensitivity of the SCIEX 7500

system? enabled the development of an LC-MS/MS method that

requires only a 2 pL food extract injection volume, while still

achieving good quantitative performance in the sub pg/kg range.
Application of this method to the analysis of pork liver, honey and
egg extracts provided by Fera Science Ltd. resulted in excellent

agreement with the previously measured reference levels.

PFAS compounds can enter the food chain either through
environmental contamination or migration from food packaging
Based on a risk assessment of PFAS contamination in food on
human health, the European Food Safety Authority (EFSA)
established a group tolerable weekly intake (TWI) of 4.4 ng/kg

body weight for the sum of PFOS, PFOA, PFNA and PFHxS. As

a result, MRLs and total limits of the four PFAS were set, to
regulate their presence in certain foodstuffs of animal origin as

a

protective measure against dietary exposure.’ Due to the lack of

data for many foods, the Commission also recommended
continued PFAS monitoring in a broad range of foodstuffs to
assess the need for further regulatory actions.?
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PFAS measurements in foods require low limits of quantitation
(LOQs),* which necessitate robust analytical performance and
increased instrument sensitivity. Here, the sensitivity of the
SCIEX 7500 system was leveraged to allow small sample
injection volumes to reduce matrix interferences and to allow the
use of solvent-based calibration to simplify quantitation for a
wide variety of different food matrices.

Key features of PFAS analysis in foodstuffs
using the SCIEX 7500 system

e The sensitivity of the SCIEX 7500 system allowed for a
small injection volume of 2 pL to reduce matrix interferences
in food extracts, while still achieving sub pg/kg LOQs based
on signal-to-noise (S/N).

e  Acceptable precision (%CV <15%), linearity (2 >0.995) and
ion ratio tolerance (+30%) were achieved using the external
solvent-based standard calibration curve.

e Calculated concentrations for PFAS compounds in an EURL
proficiency test sample (pork liver) were found to be within
the satisfactory range (+2 z-score)

e Positive detection of PFAS was achieved in the unspiked
blank food extracts, although the levels were all below their
corresponding MRLs
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Figure 1. Extracted ion chromatograms (XICs) of the 4 regulated PFAS compounds (PFOS, PFOA, PFNA and PFHxS) with their
concentrations measured in an unspiked pork liver extract. Using the SCIEX 7500 system, LOQs of 0.01 ng/mL were achieved for PFOS

and PFNA, and 0.02 ng/mL for PFHxS and PFOA, in diluent. This was based on an ion ratio tolerance of +30% for the quantifier and qualifier

transitions and S/N >10. Because of the small injection volume of 2 pL, the reduction of matrix effects in food enabled the use of solvent-based
calibration to derive these low LOQs, which in turn allowed for positive detections of PFAS in even the unspiked food extracts. p1
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Methods

Samples: Sample preparation and spiking experiments were
conducted by Fera Science Ltd. according to their in-house
standard operating procedure (SOP). The SOP involved samples
being extracted with basified methanol and diluted prior to clean-
up on a WAX SPE cartridge. All consumables and solvents were
tested for PFAS contamination prior to use.

Chromatography: Chromatographic separation was performed
using a Phenomenex Luna Omega PS C18, 100 A, 100 mm x 3
mm, 3 um analytical column (PN: 00D-4758-Y0) and a
Phenomenex Gemini C18, 110 A, 50 mm x 3 mm, 5 um delay
column (PN: 00B-4435-Y0) (Figure 2). An injection volume of 2
pL and a flow rate of 0.6 mL/min were used. Mobile phase A was
2mM ammonium acetate in water and mobile phase B was 2:1
acetonitrile/methanol. Gradient conditions are shown in Table 1.

Table 1. Chromatographic gradient program

Time (minutes) %A conc %B conc

0.0 90 10
0.3 90 10
1.5 50 50
8.0 5 95
12.0 5 95
12.5 90 10

15 90 10
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Mass spectrometry: The analysis was performed using the
SCIEX 7500 system operated with electrospray ionization in
negative ion mode.

Data acquisition and processing: Acquisition and processing
were performed using SCIEX OS software version 3.0.

Chromatography and ultra-trace sensitivity
of PFAS compounds in solvent standards

Good chromatographic separation was achieved for all target
PFAS (Figure 2), including the branched and linear isomers of
PFHxS and PFOS (Figure 3). Although the MRLs apply to the
sum of linear and branched sterecisomers, chromatographic
separation can help distinguish their individual contribution to
any observed detection by using isomer-specific standards.

With PFAS quantitation being continuously challenged by the
diversity of food matrices, it is paramount to develop robust and
sensitive analytical methods that can achieve low LOQs and
overcome matrix interferences. Because of the sensitivity of the
SCIEX 7500 system, only 2 pL sample injection volumes were
required to achieve the solvent-based LOQs shown in Figure 4
for the 4 regulated PFAS compounds (PFOS, PFOA, PFNA,
PFHxS). The minimal matrix effects afforded by the small
injection load on the instrument allowed for the use of solvent-
based calibration, which is ideal for quantifying PFAS in a wide
variety of food matrices. Table 2 summarizes the sub-ng/mL,
solvent-based LOQ values that were achieved for all PFAS
compounds in diluent. LOQ determination was based on the
lowest solvent-based concentration achieving S/N values >10
and ion ratio tolerance of +30% between the quantifier and
qualifier ions. While these LOQs demonstrate the high
instrument sensitivity of the SCIEX 7500 system, further
validation is necessary to determine LOQs in matrix spikes.
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Time, min

Figure 2. Chromatogram of the target PFAS compounds in a 2 ng/mL standard prepared in solvent. Good chromatographic separation was
achieved with the first eluting PFBA and the four regulated PFAS (PFHxS, PFOS, PFOA and PFNA), labeled above their corresponding peaks.

p2



For research use only. Not for use in diagnostics procedures.

Intensity, cps

5000

4500

4000

3500

3000

2500

2000

1500

1000

500

SCIEX

The Power of Precision

Area: 1.522e6, Height: 3.886e5, RT: 4.48 min

1 ng/ml - PFOS.1 {Standard) 499.0 / 80.0 - (Path: C:ASCIEX OS Data\QT7500 PFAS in foed SQTS\Datah20230118 RV final 2ul eigene Cal.wiff2), (sample Index: 12)

14480
: .
- PFOS . Linear
.
ISsomer
2565
2
S 205
g
z rancne
1 isomers
1.0e3
5064
0,060 - -
405 410 415 420 425 430 435 440 445 4% 455 460 465 470 475 480 4385 450 495
Time, min
1 ng/ml - PFHxS.1 (Standard) 389.0 / 80.0 - (Path: CASCIEX OS Data\QT7500 PFAS in faod SQTS\Data\20220118 RV final 2ul eigene Calwiff2), (sample Index: 12)
Arca: 146126, Height 467825, AT: 3.38 min
4565 :| 3380
o PFHXS . Linear
355
.
Isomer
£ 256
§
E
Branched
1.5¢5 .
1.0e5
5.0e4
0,00 L
205 2.00 205 310 315 3.20 3.50 355 2.60 3.65 3.70 375 280 235 2.90
Time, min

Figure 3. XICs of PFOS and PFHxS in a 1 ng/mL standard prepared in solvent. The XICs show chromatographic separation of both the

branched and linear isomers of PFOS and PFHXxS.
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Figure 4. XICs for PFOS, PFOA, PFNA and PFHxS at their respective LOQs in solvent (100% methanol). LOQs of 0.01 ng/mL were
achieved for PFOS and PFNA, and 0.02 ng/mL for PFHxS and PFOA, in diluent. This was based on an ion ratio tolerance of +30% for the

quantifier and qualifier transitions and S/N >10.

p3



For research use only. Not for use in diagnostics procedures.

SCIEX

The Power of Precision

Table 2. LOQ of each compound analyzed in diluent, with peak-to-peak S/N added to show that each peak is quantifiable with S/N above 10x and
% accuracy at the LOQ of 89.4%-118%. %CV of peak area was measured across 6 replicate injections of a 0.1 ng/mL standard in diluent and
ranged from 1.3 to 15%.

Compound name LOQ (ng/mL) Peak to peak S/N LoQ a(:c:qa)cy (%) at%?fﬁslr;iof)ncrs) (weLiignlft?:g:y;i %)
PFBA 0.2 46 103 4.2 0.9988
PFPeA 0.1 29 97.6 6.6 0.9993
PFHxA 0.02 21 101 2.1 0.9995
PFHpA 0.05 17 108 5.0 0.9994
PFOA 0.02 74 97.9 1.7 0.9997
PFNA 0.01 14 106 1.3 0.9998
PFDA 0.1 24 102 54 0.9997
PFUdA 0.1 14 95.9 6.4 0.9977
PFDoA 0.02 13 118 6.0 0.9994
PFTrDA 0.5 15 97.8 15 0.9961
PFTeDA 0.1 25 94.9 2.8 0.9996
PFBS 0.01 44 105 29 0.9998
PFPeS 0.01 23 97.8 2.5 0.9999
PFHxS 0.02 41 101 22 0.9999
PFHpS 0.02 51 97.1 2.1 0.9999
PFOS 0.01 14 103 5.1 0.9996
PFNS 0.05 65 98.6 1.6 0.9999
PFDS 0.02 26 101 2.7 0.9999
FBSA 0.005 17 98.6 24 0.9999
FHxSA 0.01 51 100 2.3 0.9998
FOSA 0.01 51 103 1.7 0.9999
N-MeFOSAA 0.05 18 91.3 9.5 0.9983
N-EtFOSAA 0.5 20 103 12 0.9973
4:2 FTS 0.1 25 95.5 4.8 0.9994
6:2 FTS 0.02 15 108 37 0.9998
8:2FTS 0.1 25 105 5.1 0.9991
HFPO-DA (Gen-X) 0.01 83 97.4 34 0.9997
DONA 0.005 12 89.4 2.1 0.9996
9CI-PF30ONS 0.05 71 98.9 29 0.9996
11CI-PF30UdS 0.05 65 96.7 1.4 0.9996

*Criteria for LOQ determination were based on S/N >10, % accuracy of 80-120% and ion ratio tolerance of * 30%
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Precision and linearity

Good linear performance (r? >0.995) was achieved for the
solvent-based calibration curves for all target PFAS (Table 2).
Average accuracy and precision were assessed for 6 replicate
injections of a 0.1 ng/mL solvent standard and found to be within
acceptable validation requirements (accuracy +20% and peak
area %CV <15%).

Method performance in a pork liver
proficiency sample

A proficiency test (PT) for the determination of persistent
halogenated organic pollutants, including PFAS, was organized
by the European Union Reference Laboratory (EURL).5 The
objective was to assess analytical performance and
interlaboratory comparability.
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Figure 5. XICs of the 4 regulated PFAS compounds in solvent blanks, unspiked and spiked pork liver extracts. No contamination was
observed for the 4 regulated PFAS in the solvent blanks. Despite the small injection volume (2 pL) used, the peak intensities in the spiked pork

Pork liver extracts were spiked by Fera Science Ltd. and
provided to SCIEX for analysis. Figure 5 shows the XIC
comparisons of solvent blanks, unspiked and spiked pork liver
extracts for the 4 regulated PFAS. Table 3 compares the
concentrations of various PFAS in the liver PT samples
measured by the SCIEX 7500 system against the average
concentrations previously determined by the EURL
interlaboratory study.® The excellent agreement between the
concentrations quantified by the external solvent-based
calibration curve and the interlaboratory results demonstrates
that ion suppression was minimal due to the small injection
volume used (2 uL).

Furthermore, the SCIEX 7500 system provided sufficient
sensitivity to detect and quantify the presence of the 4 regulated
PFAS in even the unspiked pork liver extract, as shown in
Figures 1 and 5.
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liver extracts were high and incurred PFAS were detected in the unspiked extracts, demonstrating the high sensitivity of the SCIEX 7500 system.
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Table 3. Comparison of PFAS concentrations in a spiked pork
liver extract measured by SCIEX and the EURL PT results.

Calculated concentration Average calculated

Conclusions

Due to the high sensitivity of the SCIEX 7500 system, only a
small injection volume (2 yL) of a food matrix extract was
required, which was beneficial in reducing matrix

Compound (SCIEX, ug/kg) cobnycgtt;af;? (r:gl?(;t;e d interference in complex matrices
PFNA 1.42 1.46 e Lower matrix suppression enabled the use of a single
solvent-based calibration, which greatly simplified
PFDA 0.89 0.88 quantitation of PFAS in a variety of different food matrices
PFUNDA 0.61 0.57 e Excellent precision (peak area %CV of 1.26-14.83%, n = 6),
linearity (r?>0.99) and ion ratio tolerance within 30% were
PFDoDA 0.39 0.48 achieved for all target PFAS in the solvent standards
PFOA 0.61 0.85 e The calculated concentrations of PFAS compounds in the
spiked pork liver extracts were in excellent agreement with
PFOS 27.8 27.8

EU MRLs for PFAS compounds in foodstuffs

In addition to the PT samples, the 4 regulated PFAS were also
detected in unspiked pork liver, egg and honey extracts. Table 4
shows the EU MRLs for pork liver and egg compared against the
concentrations of PFOS, PFOA, PFNA and PFHxS measured in
the unspiked food extracts. The detected PFAS compounds in
the unspiked food extracts were lower than the EU MRLs for all
analyte/matrix combinations except for PFOS in pork liver. This
highlights the excellent sensitivity of the SCIEX 7500 system,
which provided sufficiently low LOQs required by EU
regulations.®

the EURL interlaboratory PT results

The high sensitivity of the SCIEX 7500 system revealed sub
Mg/kg detection of PFAS even in the blank food extracts,
although the levels were mostly below their corresponding
EU MRLs, except for PFOS in pork liver

Although internal standards were not used in this work, their
use is highly recommended to compensate for recovery
losses and matrix effects that are often present in complex
food matrices

Table 4. Comparison of the EU MRLs for PFOS, PFOA, PFNA and PFHxS in pork liver and egg with the concentrations measured in the blank
food extracts. There are currently no MRLs established for PFAS in honey. Quantitation is confirmed by two MRM transitions and an ion ratio

tolerance of +20%.

PFOS PFOA PFNA PFHxS

LOQ (pg/kg) 0.01 0.02 0.01 0.02

Pork Liver
EU MRL (ug/kg) 6 0.7 0.4 0.5
Pork liver blank (nug/kg) 0.38 0.06 0.09 <LOQ (based on 2 transitions)
Egg

EU MRL (ug/kg) 1.0 0.3 0.7 0.3

Egg blank (ug/kg) <LOQ 0.03 <L0Q <L0OQ
Honey

EU MRL (ug/kg) N/A NA N/A NA

Honey blank (ug/kg) 0.04 0.04 <LOQ <LOQ

p6
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